Abstract-In a previous simulation study, we demonstrated the feasibility of using coded apertures together with pixelated detectors for high resolution, high sensitivity small animal SPECT. In this paper, we further explore the potential of this approach with a prototype detector and simulated multi-pinhole apertures. We also investigated the effect of multiplexing due to overlapped projections on convergence properties, image signalto-noise ratio (SNR) and spatial resolution. The detector comprises a 48x44 array of NaI(Tl) crystals, each 1 mm x 1 mm x 5 mm on a 1.25 mm pitch. The crystal array is directly coupled to a Hamamatsu R3941 8 cm PS-PMT. Multi-pinhole apertures were simulated by performing repeated SPECT acquisitions of the same object with a single tungsten pinhole translated to different positions in the aperture plane. Image reconstruction is based on a 3D ray driven projector which is an extension of a method described for single pinhole SPECT with a displaced centre of rotation. Image estimates are updated using the ML-EM algorithm. The effect of multiplexing was to slow convergence and reduce the achievable SNR by approximately 15% compared with non-multiplexed data (but the result may be achieved in 1/N th the time). The reconstructed resolution obtained with a resolution phantom was 1.5 mm full width at half maximum and there was no appreciable difference between the resolution of multiplexed and non-multiplexed data. These results encourage us to develop a prototype coded aperture system for high sensitivity, high resolution small animal SPECT.
I. INTRODUCTION
adiotracer imaging in small laboratory animals has emerged as an important tool for studying the molecular origins of human disease and evaluating new forms of therapy. To date, most of this work has been done with dedicated small animal PET systems due to the high resolution and high sensitivity of this modality. SPECT also has the capability for high resolution imaging, with the added S. R. Meikle, S. Eberl, R. R. Fulton and M. J. Fulham are with the Department of PET and Nuclear Medicine, Royal Prince Alfred Hospital, Sydney, NSW 2050 Australia (telephone: 9515-6173, e-mail: steve@cs.usyd.edu.au).
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advantages of greater radiotracer availability and longer lived isotopes [1, 2] . However, the main limitation of SPECT is its inferior detection efficiency compared with PET.
Coded apertures were first proposed in nuclear medicine as an alternative to conventional tomography with the advantage of substantially increased detection efficiency [3] [4] [5] . A multipinhole array, where each pinhole projects an image of the object onto the same detector, is an example of such an aperture. The increased efficiency is offset by the fact that each point in the object is sampled by several points on the detector, i.e. the projection data are multiplexed. As a result of redundancy in the data, the signal to noise advantage over conventional collimation is less than expected when comparing the relative detection efficiencies [6] . In addition, early imaging results were disappointing mainly due to the use of reconstruction techniques which were designed for imaging distant well separated point sources rather than the near field distributed sources encountered in nuclear medicine. However, there is renewed interest in coded apertures as they appear well suited to the geometry of imaging small objects including laboratory animals [7, 8] .
We have previously demonstrated the feasibility of using a multi-pinhole array as an encoding aperture, together with compact high resolution pixelated gamma detectors [9] . In this paper, we further explore the potential of this approach using a prototype detector and simulated multi-pinhole apertures. We describe our image reconstruction methodology and report the results of studies on the effect of multiplexing on convergence properties, image signal-to-noise ratio (SNR) and spatial resolution. The potential and limitations of a coded aperture design are discussed in the context of small animal SPECT.
II. METHODS

A. Coded Aperture Detector
The detector comprises a 48x44 array of NaI(Tl) crystals, each 1x1x5 mm on a 1.25 mm pitch. The crystal array is directly coupled to a Hamamatsu R3941 8 
B. Image Reconstruction
The approach to image reconstruction is similar to that described by Li et al for single pinhole SPECT with a displaced centre of rotation [10] . We have extended the method to multiple pinholes, with each pinhole having a unique axial and transaxial displacement from the centre of the detector, as well as additional offsets which are common to all pinholes due to mechanical misalignment. Figure 1 shows the three-dimensional imaging geometry projected onto the x-y plane. Let the displacement of a given pinhole from the centre of the aperture in the x and z directions be x and z respectively and the axial and transaxial components of the rotation misalignment be τ and η. When the detector is rotated through angle φ, the coordinates of the pinhole focal point are given by:
where d is the perpendicular distance from the aperture to the axis of rotation. We then calculate the coordinates of a mirror point that lies on a line which passes from the detector element through the pinhole focus and intersects a plane parallel to the aperture plane and equidistant from the origin:
where f l is the focal length of the pinhole. The coordinates (xm,ym,zm) and (xf,yf,zf) provide the start and end points which can be used with Siddon's ray tracing technique to determine the indices of the voxels that are intersected by the ray and their individual intersection lengths [11] . The element of the transition matrix that describes the probability of a photon emitted from voxel j being detected by detector bin i can then be calculated as:
where l(j) is the length of the intersection at voxel j, ψ is the angle from the normal to the detector subtended by the ray and µ(j) k is the attenuation coefficient of the k th voxel intersected by the ray on its way to the detector. The cos 4 ψ term takes into account the variation in geometric sensitivity and projected volume of the source voxel as a function of ψ, as described by Li et al [10] .
The reconstruction is carried out using the familiar update equation of the ML-EM algorithm [12, 13] :
where λ λ λ λ n is the image estimate after n iterations and y are the measured projection data. As with the 2D implementation, 3D ML-EM algorithm can be regularised using, for example, the one step late approach [14] .
C. Convergence and Bias vs Variance
A source distribution comprising a circular cylinder (2 cm diameter, 2 cm long) centred in a 6 cm x 6 cm x 6 cm imaging volume was simulated. The main compartment of the phantom contained uniform activity and there were two smaller cylindrical compartments (7 mm diameter) with 50% less and 50% greater activity respectively. The source distribution was forward projected through (a) a single pinhole (0.5 mm diameter) and (b) an 8-pinhole array (0.5 mm diameter each) using a detector configuration identical to our physical detector with a magnification factor of 2 at the centre of the field of view. In each case, 18 projection views were simulated at 20° increments and Poisson noise was added. During image reconstruction, the mean squared error (MSE) in voxel values (reconstruction versus actual source distribution) was calculated at each iteration as well as the variance in a background region of interest.
D. Effect of Multiplexing on Signal-to-Noise
To gain an understanding of the effect of multiplexing on image performance parameters with the 3D ML-EM algorithm, we performed simulations and phantom experiments where projection data were obtained for individual pinhole inserts at different locations in the aperture plane. This allows the data to be treated as non-multiplexed (where the projections are kept separate at each view angle) or multiplexed (where the projections are summed at each view angle). This technique is similar to one used by Rowe et al to determine the effective sensitivity of their coded aperture tomograph [6] . The use of non-multiplexed multi-pinhole projection data is easily handled by the 3D ML-EM algorithm by correct specification of the transition matrix.
A uniform cylinder containing 10 MBq of radioactivity was simulated. The cylinder was 2 cm in diameter, 2 cm long and was "imaged" by a detector comprising a 48x44 array of 1 mm crystals on a 1.25 mm pitch. Each simulated SPECT study employed between 1 and 16 pinholes of 0.5 mm diameter and magnification factor 2 at the centre of the field of view. At each of 18 projection angles (20° apart), the activity was forward projected such that each pinhole projected onto a separate "virtual" detector (i.e. up to 16 detectors occupying the same physical location). Poisson noise was added and images were reconstructed using (a) non multiplexed projections (keeping the projections for each pinhole separate) and (b) multiplexed projections (where the data corresponding to each view angle were summed). Signal to noise ratio (SNR) was calculated, averaged over 6 central slices and plotted as a function of detector sensitivity.
E. Effect of Multiplexing on Spatial Resolution
A multi-line resolution phantom was used in this experiment. The phantom comprises 5 line sources of 1 mm diameter and centre-to-centre spacing of 2, 3, 4 and 5 mm. It was filled with 99m Tc and placed 4.5 cm in front of a 0.5 mm diameter pinhole insert that was placed on a precision X-Y translation stage. The detector was placed 9 cm from the pinhole insert. The phantom was rotated through 18 increments of 20° using a stepper motor under computer control and projection data were acquired for 60 sec at each angle. The SPECT acquisition was repeated after the pinhole was translated to a new position in the same plane. In total, 4 SPECT studies were acquired with the pinhole in different known positions under identical conditions with the acquisition time per angle progressively increased to allow for radioactive decay.
As in the simulations, each of the SPECT acquisitions provided a consistent set of projections from a single pinhole with the pinhole having a known displacement from the centre of the detector. Summing the 4 sets of projections provided a simulated multi-pinhole data set. Thus, we were able to reconstruct images and assess the effect on reconstructed resolution using (a) single pinhole data, (b) multi-pinhole data without multiplexing and (c) multi-pinhole data with multiplexing. Images were reconstructed using 10 iterations of the 3D ML-EM algorithm.
F. Micro Derenzo Phantom Study
To assess the performance of the detector and multipinhole reconstruction with a more distributed source, a study was performed using the micro Derenzo phantom. This phantom has a diameter of 4 cm and comprises 5 sectors of rod sources with diameters ranging from 1 mm to 2.5 mm and rod separation 4 times the diameter. The phantom was filled with 164 MBq 99m Tc and positioned on a rotating gantry with the centre of rotation 5 cm from the pinhole insert. Because of the restricted field of view of the current detector, it was placed a further 5 cm beyond the pinhole aperture so that there was no magnification at the centre of the field of view to ensure the phantom was fully enclosed within the reconstructed field of view. The phantom was rotated through 18 increments of 20° and projection data were acquired for 60 sec per angle. The SPECT acquisition was repeated twice with the pinhole translated to a different known position each time using a similar setup to that used for the resolution phantom.
Images were reconstructed from the single pinhole and multi-pinhole data using the 3D ML-EM algorithm. In this experiment, regularisation was used in the form of the one step late method [14] and a smoothing prior with only minimal weight applied to the prior (β=0.05). Reconstructions were stopped at 100 iterations.
III. RESULTS AND DISCUSSION
A. Convergence and Bias vs Variance
Convergence of the 3D ML-EM algorithm is shown in Figure 2 as bias (MSE) versus iteration number. These data indicate that the 3D ML-EM algorithm is slower to converge for multiple pinhole data than for a single pinhole. We have found that, in general, the greater the degree of overlap of projections, the slower the convergence rate. However, the multi-pinhole reconstruction achieves less bias at lower variance than in the single pinhole case (Fig 3) . The slower convergence rate in the case of multi-pinhole data may be explained by the fact that projections of the source distribution overlap on the detector, resulting in a transition matrix which is less sparse than in the single pinhole case. This points to the need for regularisation to control the noise at larger number of iterations.
B. Effect of Multiplexing on Signal-to-Noise
Signal-to-noise ratio (SNR) is plotted as a function of detector sensitivity in Figure 4 . The number of pinholes used to achieve a given sensitivity is also indicated on the graph. As expected, SNR increases approximately as the square root of the sensitivity. In the case of multiplexed data, SNR increases with detector sensitivity but the achievable SNR compared with non multiplexed data is reduced by approximately 15%. However, it is important to note that the equivalent non multiplexed data takes N times longer to acquire than multiplexed data where N is the number of pinholes. Figure 5 shows transverse and coronal sections through the reconstructed volumes for the single pinhole and multipinhole cases. There was no appreciable difference in the reconstructed FWHM resolution between the 3 reconstructions as determined by fitting a Gaussian function to one of the line sources in the count density profile. Note that, although the FWHM of the profile was similar in all 3 reconstructions, the first 2 line sources do not appear to be as well resolved in the multi-pinhole (multiplexed) case and there appear to be some axial non-uniformities in the coronal section. We believe the slight loss of resolution may be due to the slower convergence when projections are multiplexed (see Figs 2, 3) and the source of the axial non-uniformities is currently being investigated.
C. Effect of Multiplexing on Spatial Resolution
D. Micro Derenzo Phantom Study
Transverse slices through the reconstructed volumes are shown in Figure 6 for the single pinhole and multi-pinhole cases. The multi-pinhole reconstructions appear less noisy than the single pinhole reconstruction and there is no discernible difference between the multiplexed and non-multiplexed multi-pinhole reconstructions. Note that the non multiplexed data would take 3 times longer to acquire in practice than the multiplexed data.
The centre of rotation offset was measured prior to the 3 SPECT acquisitions using a line source and a common offset error was applied when reconstructing the single pinhole and multi-pinhole data. However, it is possible that the mechanical offsets changed slightly during the experiment since, in the case of the multi-pinhole images, the data are derived from 3 SPECT acquisitions performed approximately 45 minutes apart. This may account for any apparent differences in reconstructed resolution.
IV. CONCLUSIONS
Our preliminary data demonstrate the potential of our coded aperture detector and image reconstruction methodology. We believe significant improvements in reconstructed spatial resolution will be achieved when a more accurate imaging model is employed. The imaging model is relatively simple at present. It assumes perfect pinhole geometry and ignores broadening of the beam due to the finite diameter of pinhole openings and edge effects. Further, we do not model the spatially varying resolution of the detector or depth of interaction effects. Our next task is to extend the imaging model to include these effects. Based on the present work, our main conclusions are:
i.
The 3D ML-EM algorithm is suitable for reconstructing multi-pinhole coded aperture data, ii.
the effect of multiplexing is to slow convergence and reduce the achievable SNR compared with non multiplexed data by approximately 15%, iii.
there is no loss or minimal loss of spatial resolution when reconstructing multiplexed data compared with non-multiplexed data, and iv.
the accuracy of the imaging model and regularisation may be important as the number of pinholes increases (and p becomes less sparse).
In this paper, we used a relatively small number of pinholes to simulate multi-pinhole acquisition for practical reasons. Therefore, our conclusions apply only to a small number of pinholes at this stage and further investigations are required before our conclusions can be generalised to larger pinhole arrays. 
